The gynecological treatment with High Dose Rate (HDR) Brachytherapy implies delivering dose to the tumor and spare the dose in organs at risk. In this work, we apply the recommendations for prescribing dose given by the International Commission of Radiation Units (ICRU) reports 38, 89 and the American Brachytherapy Society (ABS). With both schemes of optimization, recommendation of ICRU 38 or ABS with vaginal point from ICRU 89. Doses received by the organs at risk were analyzws, in this case rectum and bladder and also the irradiated volume for patients that receive HDR brachytherapy treatment. An afterloading technique is applied with an Eckert & Ziegler MultiSource ® equipment using a 60 Co source, 30 patients with 4 applications with cervical cancer are planning with HDR brachytherapy. This work analyzes 120 single applications with orthogonal images using the treatment planning system (TPS) HDRplus version 3.0.4 through "Auto dwell time determination" optimization method, using the recommendation for optimization dose from the ABS and vaginal point from ICRU 89 . The volume of the isodose curve of prescription is 15% less using ABS recommendation than ICRU 38. The bladder dose is 11% and rectum dose is 21% less using ABS recommendation than ICRU 38. The analysis of dose prescription using ICRU 38 and ABS recommendations in the patients analyzed shows less irradiated volume at the dose prescribed and also less mean dose in rectum and bladder of applications using ABS in contrast with ICRU 38 recommendations.
INTRODUCTION
Radiotherapy as one option of treatment for cancer, intending to treat the malignancy determining a target volume and prescribing a dose for that volume depending of the cancer pathology and stadium. It is divided into teletherapy and brachytherapy, determined by the radiation source distance, far or near the patient respectively. In the form of teletherapy, brachytherapy or both, radiation therapy constitutes an integral part of the treatment of carcinoma cervix [1] , and most of the radical cases are treated by combination of both modalities [2] .
The primary disadvantage of HDR is the potential late toxicity of large dose per fraction.
Intracavitary brachytherapy (ICBT) represents an essential component of radiation therapy in carcinoma of the cervix [3, 4] .
Tod and Meredith [5] Modifications to the positions and outlining of point A in 1953 have been made to allow it to be easily discernable [6] . Since the target volume is impossible to identify in orthogonal radiographs, the original objective of the identification of point A was to determine a geometric point for the prescription of the dose.
Since the dose gradient in brachytherapy is relatively high compared to teletherapy, brachytherapy has a high gradient dose near the source and also the difficulty of defining the specific volume. In this regard, some investigators have expressed concern about the warnings of dose prescriptions of point A, especially in the modern era, which offers opportunities for dose prescriptions in objective geometry based on imaging studies [7] [8] [9] [10] .
For many years, different brachytherapy systems as Stockolm, Manchester and Paris were used around the world. Currently the most frequently used protocols are the ICRU recommendations 38 and 89, and the protocol released by the American Brachytherapy Society (ABS) and the Groupe Européen de Curiethérapie (GEC) with the European Society for Radiotherapy & Oncology (ESTRO) known as GEC-ESTRO [11, 12] ICRU 38 protocol is based on the reference volume enclosed by the reference isodose surface [13, 14] . ABS recommendation use a point H and an optimization to define the dose distribution along the tandem [15] .
In brachytherapy, each fraction require careful individualized planning due to the geometrical variation of applicators arising from the differences in the anatomy of the patient, variations in packing and position of the patient, keeping the rectal and bladder doses within the acceptable limits [16] [17] [18] [19] [20] [21] [22] [23] [24] . This led to several studies of the problems and uncertainties in the report of the dose [25, 26] , the dose in the organs [27, 28] , and the dependence on the variation of the applicator used [29, 30] .
Traditionally the planning is doing with radiographer images but now many centers are applying 3D images for brachytherapy planning [31, 32] . ABS and ICRU 38 are based on radiographic images. Another important point to take into account is the optimization as an element that helps to enhance the dose distribution.
The present study attempts to analyze the differences in rectum and bladder dose, as well as the size of the volume enclosed for prescribed isodose curve following ICRU 38 and ABS-ICRU 89 recommendations about intracavitary cervix cancer treated with brachytherapy. For the prescription of the treatment plans, the Manchester points (A points) were used according to ICRU 38 and the points recommended by ABS and ICRU 89. The plans were made with orthogonal radiographs that correspond to the lateral view and the anteroposterior view of the patient. We consider point A as a function of the geometry of the implant, as specified in ICRU 38.
MATERIALS AND METHODS
The study was carried out in patients with cervical cancer, who have brachytherapy indicated as part of their treatment. Each brachytherapy process has four sessions of irradiation. This work analyzes differences obtained in the planning treatment for dose prescription by two different methods: ICRU 38 report using the point A and ABS-ICRU 89 using the point H and the optimization points; both applied to each patient. A number of 120 single applications that correspond to 30 patients were analyzed using orthogonal images for planning with the TPS (Treatment Planning System) HDRplus version 3.0.4 through "Auto dwell time determination" optimization method for ABS recommendations and manual method for Manchester -ICRU38 recommendations. The afterloading equipment is an Eckert & Ziegler MultiSource® that uses the isotope 60 Co (Fig. 1 ).
Figure 1: Afterloading brachytherapy equipment, 60 Co Eckert & Ziegler MultiSource®
In all cases, procedure in the patient was made with a specific applicator, this was chosen taking into account the patient anatomy and the zone to irradiate. The applicator used was two channel ring applicator and intrauterine tube for ring-applicator with variations in diameter of the ring, long of the intrauterine tube and angle of both applicators (Fig. 2 ).
Figure 2: Brachytherapy applicators Ring (above) and Tandem (behind).
The scheme of intrauterine dispositive inside the patient is shown in Fig. 3 and Table 1 . Table 2 showed the size of dose prescription for both methods, comparing of height the prescription isodose (h) for 30 patients with therapy planning with Manchester-ICRU 38 and ABS recommendation. The average of hICRU 38 = 7.7 cm with σhICRU 38 = 0.7 cm and the average of hABS = 6. 5 cm with σhABS = 0.4 cm; The difference of this distribution ∆h = 0.6 cm with p= 0.004 (Fig. 6 ). (Fig. 7 ).
RESULTS AND DISCUSSION

Figure 7: Comparison of width the prescription isodose (w).
Comparison of thickness the prescription isodose (t) for 30 patients with therapy planning with ICRU 38 and ABS recommendation. The average of tICRU 38 = 3.9 cm with σtICRU 38 = 0.2 cm and the average of tABS = cm with σtABS =, the difference of this distribution is not significant (Fig. 8) 
Figure 8: Comparison of thickness the prescription isodose (t).
Comparison of h*w*t the prescription isodose for 30 patients with therapy planning with ICRU 38 and ABS recommendation. The average of h*w*t ICRU 38 = 146.7 cc with σhwtICRU 38 = 16.6 cc and the average of h*w*t ABS = 126.7 cc with σhwtABS = 9.8 cc, the difference of this distribution ∆ (Table 3 ) Table 3 : Comparison of total time for both methods.
Total time (s) σTotalTime (s)
Manchester-ICRU38
704 30
ABS point 638 29
For any patient it was studied the size of t, w and h for every treatment session planning using ABS and ICRU 38 recommendations. Figures 6, 7 and 8 show the behavior of w, h and t. For t parameter, the difference is not significance instead of w and h that presented significant differences. It is observed that ABS show less average value and variation comparing with ICRU 38. The total volume that correspond to isodose is observed in Figure 9 , the difference is significant and for 120 sessions of treatment the average of the product of h, w and t measured is 146.7 cc for ICRU 38, with  16.6 cc and 126.7 for ABS, with  9.8cc. Such parameters presented a significant difference with p-value of 0.003.
The volume that receive the isodose prescribed is calculated for the planning system and reports for ICRU 38 78.4 cc with σ = 4.8 cc instead of that for ABS reports 67.2 cc with σ = 4.4 cc. The difference of that distribution was a p<0.001. This result is shown in Figure 9 . The results demonstrated minor size of the volume for ABS
The times of irradiations are smaller (10%) in the planning using ABS than ICRU 38 recommendation ( Table 3 ).
The volumes built based on 2D images are poor if compared to the ones built with 3D images techniques. For this reason we will start to use 3D images to evaluate the volumes. The difference in the media dose is significant with p=0,0021, in the same way max dose with p<0.01. The results obtained have direct relation with the points used in the process.
ICRU 38/Manchester defines just one point, the point A. Consequently optimization is very dependent of the user. In contrast, ABS recommendation suggests an optimization by defining several points, that limit the isodose curve, all of them let to conform easily the dose if it is compared with ICRU 38/Manchester method that gives just one point when performing a prescription and the limit dose of organs at risk.
CONCLUSION
The ABS recommendation implies optimization using different points along the tandem, this requirement is not in the ICRU 38. Therefore the optimization with ABS allows to obtain a conformed volume around the dispositive in pear form. That is not possible to obtain with ICRU in the same way. This element is crucial and results in a smaller treated volume in ABS than ICRU 38 with less dispersion. The dose received by the bladder and rectum is smaller in ABS than ICRU38.
Also values of h and w are smaller in ABS recommendation. However the values of t are similar in both protocols because the constraint of risk organs limited the dose in the same way. The dose in the prescription points is better obtained using the optimization of ABS/ICRU 89.
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